An international standard for terminally sterilized medical device packaging.
Manufacturers of terminally sterilized medical devices must ensure that packaging protects the device from damage, allows it to be sterilized, and provides an effective barrier against microbiological contamination. The previous article in this column discussed quality system requirements for packaging. Recently, an international standard concerning sterile packaging has been developed and this article provides an overview of the standard.